
  CDC CLINICAL REMINDER 

Spinal Injection Procedures Performed 
without a Facemask Pose Risk for 
Bacterial Meningitis 

Summary:  

The Centers for Disease Control and Prevention (CDC) is concerned 
about the occurrence of bacterial meningitis among patients 
undergoing spinal injection procedures that require injection of 
material or insertion of a catheter into epidural or subdural spaces 
(e.g., myelogram, administration of spinal or epidural anesthesia, or 
intrathecal chemotherapy). Outbreaks of bacterial meningitis 
following these spinal injection procedures continue to be 
identified among patients whose procedures were performed by a 
healthcare provider who did not wear a facemask (e.g., may be 
labeled as surgical, medical procedure, or isolation mask),1 with the 
most recent occurrence in October 2010 (CDC unpublished data). 
This notice serves as a reminder that facemasks should always be 
worn by healthcare providers when performing these spinal 
injection procedures.2 

Background: 
CDC has investigated multiple outbreaks of bacterial meningitis 
among patients undergoing spinal injection procedures.  Recent 
outbreaks have occurred among patients in acute care hospitals 
who received spinal anesthesia or epidural anesthesia, and also 
among patients at an outpatient imaging facility who underwent 
myelography. 

In each of these outbreak investigations, nearly all spinal injection 
procedures that resulted in infection were performed by a common 
healthcare provider who did not wear a facemask. The strain of 
bacteria isolated from the cerebrospinal fluid of these patients was 
identical to the strain recovered from the oral flora of the healthcare 
provider who performed the spinal injection procedure. These 
findings illustrate the risk of bacterial meningitis associated with 
droplet transmission of the oral flora from healthcare providers to 
patients during spinal injection procedures.  
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Since facemasks have been shown to limit spread of droplets arising from the oral flora,3 the CDC has 
recommended their use by  healthcare providers when performing spinal injection procedures.2  

In addition to wearing a facemask, healthcare providers should ensure adherence to all CDC 
recommended safe injection practices including using a single-dose vial of medication for only one 
patient.2 

Recommendations: 
Anyone performing a spinal injection procedure should review the following CDC recommendations to 
ensure that they are not placing their patients at risk for infections such as bacterial meningitis. 

• Facemasks should always be used when injecting material or inserting a catheter into the epidural 
or subdural space.2 

• Aseptic technique and other safe injection practices (e.g., using a single-dose vial of medication or 
contrast solution for only one patient) should always be followed for all spinal injection 
procedures.2 

These recommendations apply not only in acute care settings such as hospitals, but  in any setting where 
spinal injection procedures are performed, such as outpatient imaging facilities, ambulatory surgery 
centers, and pain management clinics.   

Additional information is available at: 
http://www.cdc.gov/hicpac/2007IP/2007ip_part3.html 
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NCEZID Atlanta: 
For more information please contact Centers for Disease Control and Prevention 
1600 Clifton Road NE, Atlanta, GA 30333 
Telephone: 1-800-CDC-INFO (232-4636)/TTY: 1-888-232-63548 
Email: cdcinfo@cdc.gov      Web: www.cdc.gov  
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